Auscultatory BP: still the gold standard.
1. Current research documents AusBP is more accurate and reliable than all other clinical methods. 2. All current OBPM devices make large errors in some patients requiring individual validation of accuracy. 3. The only method to detect individual errors is by AusBP. This takes training to mastery of BP measurement skills using our standardized protocol.